Purpose The purpose of this study was to assess the value of isocentric C-arm three-dimensional (Iso-C 3D) fluoroscopy for the insertion of an anterior odontoid screw. The results of the Iso-C 3D group were compared with that of an historic control group using conventional fluoroscopy. Methods Twenty-nine patients diagnosed with type II or rostral-type III odontoid fractures were treated with a single anterior screw fixation in this study. The Iso-C 3D group included 13 patients and the other 16 patients were in the historic control group. All operations were performed by a single surgeon using standard procedure and manner. The clinical and radiographic results were recorded and compared between the two groups. Results The fluoroscopy time in the Iso-C 3D group was 42.9 s as compared to 68.1 s in the control group (P \ 0.01). The mean operative time was 91.5 min in the Iso-C 3D group when compared with 81.6 min in the control group (P = 0.20). The rate of bony fusion was 96.6% (28/29), the failure rate of reduction or fixation was 13.8% (7.7% in Iso-C 3D group; 18.8% in control group). The Smiley-Webster scale showed that 90% of patients achieved good or better outcomes Conclusions In conclusion, this technique can be safely extended to the treatment of technically difficult to treat spinal injuries and at the same time reduce total radiation exposure time both for the patient and the surgeon.
Introduction
Anterior screw fixation, first introduced by Bohler [1] , has been widely used to treat type II and rostral-type III odontoid fractures [2] . Anterior screw fixation provides immediate immobilization and a higher fusion rate than non-operative treatment [3, 4] . It also preserves motion, especially axial rotation at the C1-2 junction, unlike posterior surgical fixation which leads to loss of at least 50% of cervical rotation [3, 5] .
Recently cannulated screw techniques have been introduced and have aided screw placement [6] . A guide wire for the cannulated screws is drilled into the odontoid process under intraoperative fluoroscopic control during an operation. When using conventional intraoperative fluoroscopy, only a single two-dimensional (2D) image plane is visualized at one time. At least two image planes, typically anteroposterior (AP) and lateral are required to allow accurate placement of the guide wire. This leads to repeat using of the conventional C-arm intraoperatively, resulting in a high radiation exposure for both patients and surgical teams [7, 8] . Despite the use of the fluoroscopic imaging, there remains a risk of screw misplacement [3] .
The disadvantages of the conventional fluoroscopy may be solved by fluoroscopy-based computer-assisted surgery (CAS). The recent introduction of Iso-C 3D fluoroscopy (Siemens Medical Solutions, Erlangen, Germany) has been shown to enhance the safety and efficacy of pedicle screw placement and reduce intraoperative radiation doses in spine surgery [9, 10] . This navigational system acquires images automatically. Reformatted axial, coronal and sagittal images are automatically registered and transferred to a Stealth-Station Treatment Guidance Platform System (Medtronic, Sofamor Danek, Broomfield, CO, USA) to plan the optimal screw trajectory. Summers et al. [11] successfully applied the Iso-C 3D fluoroscopy to place anterior odontoid screws in nine patients. Their study showed a reduction in intraoperative registration time and immediate computed tomography (CT) imaging to verify screw position in the operating room.
The purpose of this study was to assess the value of Iso-C 3D fluoroscopy for insertion of odontoid screws in a clinical institution. The results of the Iso-C 3D fluoroscopy group were compared with that of a conventional C-arm fluoroscopy group. The aim was to compare total operative time, fluoroscopy time, operative complications and fusion rate in the two groups.
Materials and methods
Twenty-nine patients ranging in age from 14 to 59 years were included in this retrospective study from March 2003 to September 2009. Demographic data of the patients and clinical characteristics of their injuries are presented in Table 1 . Fractures were defined through plain radiographs according to the Anderson-D'Alonzo classification [2] . The study comprised 24 patients with type II and 5 patients with type III fractures.
All patients were acute trauma cases and underwent radiologic evaluation via plain spine radiographs (lateral and open-mouth views) and cervical spine CT scans. Patients with neurological deficits also had magnetic resonance imaging (MRI) scans, while patients with no neural deficit only underwent MRI scans if the X-ray showed evidence of fracture instability [12] .
The time interval between the traumatic event and the patient presenting at casualty was between 4 h and 10 days (mean = 4.6 days). Operations were performed on an average of 3 days after admission. The average duration of hospitalization was 10 ± 0.6 days. The operations were 14 12 performed by a senior spinal surgeon using a standard procedure. According to the institution's treatment protocol, one anterior screw was normally inserted in young patients with type II or rostral-type III reducible odontoid fractures, whereas, conservative treatment was adopted for older patients ([60 years). In older patients, bone quality is poorer rendering fluoroscopic imaging difficult. Positioning may also be problematic in older patients due to the loss of spinal extension limiting access to the upper cervical spine. Contraindications for the use of an anterior screw were a disruption of the atlantal transverse ligament, patients with a short neck and/or barrel chest, odontoid fractures associated with comminution of one or both atlantoaxial joints, a fracture line in the sagittal plane [3, 13] , and pathologic fractures [14] . Patients who declined to undergo surgery or could not tolerate the surgical treatment because of preexisting systemic diseases were also excluded.
Patients were divided into two groups: Group A (control group) consisted of 16 
Surgical technique
All patients underwent reduction of fracture malalignment using skull traction, and serial cervical lateral radiographs were taken to confirm an anatomic or near-anatomic reduction of the fracture. After general endotracheal anesthesia was induced, the patient was positioned supine on a carbon fiber radiolucent operating tabletop (Hobo, China) with skull traction, and a folded blanket was placed under the shoulders to allow for neck extension.
Anterior screw instrumentation with conventional C-arm fluoroscopy (BV25 GOLD, Philips, The Netherlands)
A standard approach to the anterior cervical spine was performed, with a unilateral horizontal incision placed at approximately the C5-6 level. The interval between the carotid sheath laterally and the trachea and esophagus medially was opened with a blunt dissection, and the prevertebra fascia with a combination of blunt and sharp dissection up to the level of C2-3. The entry point for the screw was at the anterior aspect of the inferior endplate of C2, so that a small amount of the C2-3 disc was removed to create a recess. One conventional C-arm fluoroscopy was used, and with open-mouth and lateral fluoroscopic guidance, the guide wire was inserted from the anteriorinferior margin of the C2 body to the posterior odontoid process. The correct angle of the screw is nearly in line with the cervical spine and therefore adequate clearance of the sternum is needed. One 4.0-mm cannulated screw (Synthes, West Chester, PA, USA) was inserted under imaging control until it reached the posterior cortex of the odontoid process, avoiding proximal migration of the guide wire to prevent spinal cord injury [15] .
Anterior screw instrumentation with Iso-C 3D fluoroscopy
The image guidance dynamic reference array was secured tightly to the radiolucent head frame and placed on C5-6 vertebrae for registration. The isocentric C-arm was positioned so that the C2 vertebra was in the center of the AP and lateral views. The C2 vertebra was screened using isocentric C-arm and the acquired images were transferred to the Stealth-Station Treatment Guidance Platform System. During the image acquisition, the motorized C-arm moved continuously around 190°, and then 100 fluoroprojection images were acquired at equidistant angles. Accurate coronal, transverse and sagittal images of the C2 vertebra were produced. The accuracy of the image was checked using a tool navigator. The tool navigator was used along with 3D fluoroscopic real-time images (Fig. 1 ) to determine the entry point and direction of the screw. A guide wire was then calibrated to the navigation system so that the real-time navigation images could be obtained during the drilling of the bones. The drilling was performed in stages, taking care to verify and check the accuracy of the trajectory frequently using the calibrated tool (Fig. 2) . The computer measured the length of the screw after the guide wire application. The position of the guide wire was validated with isocentric C-arm in different views. One 4.0-mm cannulated screw was placed cautiously. The accuracy of the placement of the screw was again verified by acquiring coronal and sagittal images using Iso-C 3D fluoroscopy.
The set-up time of Iso-C 3D fluoroscopy, intraoperative fluoroscopy time and total operative time were recorded. The operative time was defined from the skin incision for the anterior internal fixation at the C5-6 level to incision closure. Postoperatively, the patients were followed up for operation-related complications. Radiographs and CT scans of the cervical spines were performed postoperatively to reassess the position of the screw (Fig. 3) . Each patient was placed with a cervical collar for 4 weeks.
All patients were reviewed at 6 weeks, 3 months, 6 months and 1 year after surgery. After 1 year, the outcomes were verified by radiological and physical examination every 6 months. Radiographic assessment consisted of lateral and open-mouth views of cervical spine plain films. Flexion-extension views were performed at 3 and 6 months after surgery. The images of CT scans were obtained at 6 months after surgery or if the fusion of the fractures could not be determined on the conventional radiographs. Union of the fractured odontoid was defined as the presence of bony trabeculation and existence of bony bridges [16] .
For clinical evaluation, the patient's functional outcome was assessed using the Smiley-Webster scale (Table 2 ) [17] . The range of motion was determined by evaluation of flexion-extension, lateral inclination and rotation of the cervical spine using a goniometer at the last follow-up.
Statistical analysis
All results were evaluated with SPSS 13.0 for Windows (SPSS, Inc., Chicago, IL, USA). Differences in preoperative variables, such as fracture types, operative complications, as well as clinical and radiographic results, were compared and evaluated with the Fisher's exact test. The distribution of the patient sample in each group was assessed by Minitab 15 (Minitab Inc., PA, USA). A Student t test was performed to test the hypothesis of no difference in fluoroscopy time and operative time. Statistical significance was defined as P \ 0.05.
Results
The average age in Group A was 34 years ranging from 14 to 58 years with a male/female ratio of 2.2:1 ( Table 1) . Fig. 1 Reconstructed multiplanar images obtained by the isocentric C-arm and used for imaged-guided navigation during odontoid screw placement in the sagittal trajectory, coronal probe's eye, and axial trajectory planes. The blue line is used to prepare the pilot holes for odontoid screw Fig. 2 During drilling of the odontoid process, a calibrated tool navigator was used to determine the accuracy of the trajectory along with 3D fluoroscopic real-time images Group B had an average age of 37 ranging from 23 to 59 years with a similar male/female ratio to Group A. Minitab 15 was used to assess the distribution of the two groups, which indicated a normal distribution in both groups. There was no significant difference in terms of age and gender composition (P = 0.58 and P = 1.00, respectively). Significant associated injuries were noted in 9 patients, whereas isolated injuries of the odontoid process were observed in 20 patients (Table 3) . In Group A, five patients had associated injuries, including two patients with fractures of ulna and ribs, two patients with head and thoracic injuries, and 1 patient with traumatic deafness of right ear. In Group B, associated injuries were recorded in four patients, including one patient with scapular and lower leg fractures, and three patients with fractures of lumbar vertebrae, fibula, clavicle and femur.
Preoperatively, five patients had neurologic deficits related to the odontoid fractures. Sensory deficits were found in three patients, motor deficit in one patient, and motor and sensory deficits in one patient. None of the patients had a complete tetraplegia. The incidence of neurologic impairment was similar between the two study groups (Group A: 3; Group B: 2). After surgery, sensory deficit resolved incompletely in one patient. All other patients with neurologic deficits recovered completely.
The fluoroscopy time in Group A was 68.1 s as compared to 42.9 s in Group B (P \ 0.01). The mean operative time in Group A was 81.6 min; 91.5 min in Group B (P = 0.18). The mean blood loss in Group A was 93.8 ml (50-250 ml) and 92.3 ml (50-200 ml) in Group B (P = 0.95) ( Table 4) .
The total time spent for the navigated procedure was 660 s on average (range 450-1,400 s). The average time for the preparation of the Iso-C 3D and placement of the reference array was 390 s (range 250-1,000 s). The average time of acquiring images and calculation of the system after scanning was 210 s (range 160-270 s). Panning of the trajectory took an average of 60 s (range 40-130 s). The time of screw insertion using Iso-C 3D fluoroscopy was recorded, and the learning curve was plotted (Fig. 4) . In the initial cases, it took approximately 85 min. The time was decreased significantly in the subsequent cases. Mean time of screw insertion was approximately 36 min after eight cases.
In Group B, one patient had transient superior laryngeal nerve paralysis after surgery, but recovered completely without intervention. Two patients developed a complication in Group A. One patient had a superficial wound infection after surgery, which was treated with a course of intravenous antibiotics without instrumentation removal. The other patient had a postoperative hematoma, which was allowed to resolve without surgery. The Fisher's exact test showed no difference in complication rate between the two groups (P = 1.00). One patient in Group A had lower cervical spine degenerative disease, for which the patient underwent C6-7 level anterior cervical discectomy and fusion.
The period of follow-up varied from 6 to 30 months (mean 13.5 months). Solid bony fusion was radiographically evident in 28 patients (96.6%), and was achieved within an average 5.4 months (from 3 to 12 months). In one patient in Group A, non-union was diagnosed by standard radioscopy and CT scans at 12 months after surgery. No motion was seen in the dynamic radiographs in this patient, and fibrous pseudarthrosis was established at the fracture site. Based on the clinical and radiographic findings, no further surgical intervention was required.
Failures of reduction and fixation were noted in four patients. In the first patient, the fractured odontoid was not reduced with a gap of 1 mm (non-union). In the second patient, the screw did not reach the apical cortical surface of the odontoid process, but crossed the fracture line. In the third patient, odontoid fragment was left in slight posterior displacement (2 mm). A posterior angular deformity was observed in the last patient (Group B). In these four cases, the fractures had healed in three patients and not healed in one patient. When comparing the two groups, there was a failure rate of 7.7% (1/13) in Group B and 18.8% (3/16) in Group A (P = 0.60) ( Table 4) .
Clinical outcome
In this series, 26 (90%) patients had returned to their preinjury activity level at the end of follow-up. Three patients complained about a decrease in cervical spine motion. Two patients had approximately a 25% limitation on range of motion and one had more than 25% limited range of motion in the cervical spine. The Smiley-Webster scale was used to quantify the clinical outcome of the patients. In Group B, nine patients achieved clinically excellent outcomes, three good and one fair. In Group A, excellent outcomes were achieved in nine patients, good in five patients and fair in two patients.
Discussion
Anterior screw fixation of odontoid fracture has become a successful and widely accomplished treatment option in cervical spine surgery since its introduction [1, 3, 5, 15, 18, 19] . This approach can provide immediate stabilization, restore the normal C1-2 joint, and preserve motion, especially rotatory motion. It has been reported that anterior screw fixation of odontoid fractures achieves high rates of bony fusion with only a few complications, especially in younger patients (\60 years). Likewise, patients have achieved a good recovery of cervical spine function [3, 5, 18, 19] . In this study, we had an overall fusion rate of 96.5% in all patients studied. There was no difference in Fig . 4 Learning curve of navigation system union rates comparing the two methods of surgery. At the end of follow-up, 26 patients (90%) had returned to their pre-injury activity level, and achieved clinically excellent or good outcomes in total according to the Smiley-Webster scale. Screw placement can be technically challenging, particularly to surgeon without extensive surgical experience. Traditionally, conventional C-arm fluoroscopy is used to place the guide wire and cannulated screw. Sometimes, it is difficult to check the inserted screw or guide wire via the open-mouth view in patients during an operation. There is also increasing concern about exposure to radiation of operating teams and patients with extensive use of intraoperative fluoroscopy.
The Iso-C 3D fluoroscopy has been applied to many orthopedic surgical operations, such as spinal procedures, foot and ankle surgeries. This system can collect coronal, sagittal and axial images and upload them to a workstation to reconstruct 3D images for use during surgery. It can also provide additional useful information that cannot be obtained from plain films or C-arm fluoroscopy alone [20] . During operation, the Iso-C 3D simultaneously provided real-time monitor and a three-dimensional mapping of the fractured odontoid process. Therefore, it could allow surgeons to determine the insertion of the guide wire and cannulated screw easily and precisely.
Iso-C 3D fluoroscopy has been reported to significantly increase the accuracy of screw placement in spinal surgeries [9, 21] . Rajasekaran et al. [9] found that the rate of pedicle breaches was 23% in the non-navigation group when compared with 2% in the navigation (Iso-C 3D) group in thoracic deformity corrections. Nakashima reported that the frequency of screw misplacement using Iso-C 3D fluoroscopy-based image-guide assistance was significantly lower than using fluoroscopy in percutaneous posterior lumbar pedicle screws placement [21] . Anterior screw fixation using Iso-C 3D fluoroscopy was successfully placed in nine patients diagnosed with odontoid fractures in Summer's study [11] .
In this study, there was no significant difference in the failure rate of reduction and fixation for odontoid fractures between the two groups, which indicated that Iso-C 3D fluoroscopy was in our experience at least equivalent to using conventional C-arm fluoroscopy in the treatment of these injuries.
During conventional C-arm fluoroscopy screening, the surgeons need to be in the operating field, thus increasing the radiation exposure. In this study, the operative team was not in the operating room during Iso-C 3D C-arm automatic screening. This shortened the radiation exposure time for the surgical team and provided a safer operating procedure compared with the conventional C-arm fluoroscopy in odontoid screw placement. Previous studies have showed that the radiation doses from Iso-C 3D are significantly less than conventional C-arm fluoroscopy in different spinal surgeries [10, 22, 23] . For design reasons, this retrospective study only detected total radiation time. This is not an exact measure of the total radiation dose. However, it is proportional to the total radiation dose and as such is a suitable surrogate measure.
The use of intraoperative Iso-C 3D fluoroscopy may slightly extend operative time [24] . When compared with conventional fluoroscopy, it costs additional initial time to set-up the Iso-C 3D system before starting the operation. However, in Summer's study, it was found that this system could reduce intraoperative registration time, and not add to the operative time [11] . Our set-up time of Iso-C 3D fluoroscopy averaged 660 s, but the total operative time was not significantly different between the two groups. The navigation system is relatively complex and the learning curve is significant. Time must be taken in this learning curve to ensure that all steps are completed and to ensure that patient safety is not compromised. Our series includes our learning curve as demonstrated in Fig. 4 . With the initial cases, we spent more time inserting the odontoid screw with the navigation system than we did in the conventional fluoroscopy. After we gained experience with the navigation system (after about 8 cases), the time to insert the screw using Iso-C 3D was significantly shortened. Our learning curve was similar to other studies on the computer-assisted navigation system [25] .
The rate of postoperative complications was not significantly different between the two groups. In Group B, one patient had a transient superior laryngeal nerve paralysis after operation, but recovered spontaneously 2 days later. Excessive traction, accidental ligation, or postoperative swelling may damage this nerve [26] . In Group A, a superficial wound infection was found in one patient after surgery.
One potential disadvantage of the Iso-C 3D fluoroscopy was that the collected images may not match the patient's anatomic structures of the surgical site if there was loosening the image guidance dynamic reference array during surgery [27] . In such a situation, the surgeon would follow an incorrect trajectory provided by the Iso-C 3D system to place the guide wire and the cannulated screw. In our Iso-C 3D group, there was no loosening the image guidance dynamic reference array reported during operation and screw placement was successful.
The average hospital cost of patients with isolated odontoid fracture in Group B was greater than the cost of patients in Group A. Using Iso-C 3D fluoroscopy may be a burden on patients.
This study has some limitations: first, as this study was a retrospective study, patients were not randomly recruited to each group as this could only be done in a prospective study. Despite the lack of randomization, the two study groups were well matched. Second, the patients included in this study were under 60 years of age. Odontoid fractures in elderly patients are technically more difficult to treat operatively than in young patients. In this study, the patient's age, gender and fracture type in the two groups were not significantly different. Following on from this study, further research on the use of Iso-C 3D fluoroscopy in elderly patients with odontoid fractures would be valuable. In a retrospective study, it is difficult to avoid selection bias. Our historic design, we believe is reflective of real-world practice, where units will adopt new technologies. In our series, there was no difference in successful placement of screws. The contraindications of this operation apply to both techniques. These include those patients who could not undergo anterior screw fixation of the odontoid fractures because of fracture morphology, fracture type (type I and some type III), patient's body habitus (short neck or/and barrel chest), and pathological fractures.
Conclusions
This study demonstrated encouraging clinical and radiographic outcomes using anterior screw fixation for type II and rostral-type III odontoid fractures, both in the Iso-C 3D and the conventional C-arm fluoroscopy groups. When comparing the two fluoroscopy techniques, there were similar results in terms of accuracy of odontoid screw placement and clinical outcomes. The value and relevance of this study is that it demonstrates that the technique can be safely extended to the treatment of technically difficult to treat spinal injuries and at the same time reduce total radiation exposure time both for the patient and the surgeon.
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